Abstract-Breast phantom made as combination of paraffin and
INTRALIPID
TM was tested by use of conventional X-ray computed tomography and polarimetric optical tomography. INTRALIPID TM is a liquid commonly used for simulation breast tissues optical properties but it is useless as X-ray phantom. During our tests we have observed that X-ray tomography allows to reconstruct correctly the positions of INTRALIPID TM inclusions inside paraffin medium but we cannot distinguish different densities of INTRALIPID TM in each inclusion. On the other hand the polarimetric optical tomography allows to distinguish densities of INTRALIPID TM (0%, 10%, 20%) in inclusions but with a relatively low accuracy of their position.
There are several types of medical phantoms simulating breast tissue during experiments with mammography system of imaging [1] [2] [3] [4] . The modern phantoms for tests of mammography machines are often made by use of acrylic slab construction filled with grandular tissue compositions with embedded objects simulating calcifications, fibrous calcifications in ducts, and tumor masses. Such phantom is useless for other kind of tomography imaging e.g. optical methods due to completely nontransparent structure for visible and infrared light.
In general mammography does not allow to recognize several kind of tumors because a lot of malignant tissues have almost the same attenuation coefficient for X-rays. Our idea is to introduce an optical tomography system as additional tool to help recognising small differences in abnormal tissue inclusions inside the breast.
Among different kinds of optical tomography imaging systems we exclude direct transillumination method based on classical Radon tomography [5] [6] as well as optical coherence tomography (OCT) [7] [8] [9] . Both methods require low scattering and absorption coefficients for the analyzed medium. For breast, composed of highly scattering tissue a diffusion optical tomography (ODT) seems to be a good solution. ODT is based on analysis of photon diffusion in highly scattering media and has been introduced for imaging of brain structure close to the skull [10] [11] [12] [13] . ODT was also applied for tumors imaging inside breast with a relatively low accuracy [15] . Recently, we have proposed a new type of optical tomography imaging based on polarization analysis of scattered light during angular scanning of the object. [16] [17] . Polarimetric optical tomography (POT) is based on the Mueller-Stokes formalism [18] and we hope it would give better accuracy than the ODT method. In order to check the POT resolution we have designed and built a breast phantom tested by the use of X-ray Computed Tomography (XCT) and POT.
In general, light may be absorbed, scattered, rotated due to optical activity as well as polarized and depolarized in high scattering media like tissue. The fat tissue mainly depolarizes light according the Mie theory of scattering. On the other hand, tissue with a high content of liquid may polarize scattered light in the direction perpendicular to the beam. In order to check the idea of the polarimetric optical tomography we have set up an experiment in which a collimated laser beam illuminates a breast phantom. A photo-detector is placed in such a way that it can collect photons scattered perpendicularly to the illuminating laser beam. In this way the detection sensitivity to polarization is the highest according to the Rayleigh scattering theory.
The Mueller-Stokes formalism is commonly used for analysis of polarization parameters of partially polarized light passing through optical medium [18] . The Stokes vector of the outgoing light is connected with the Stokes vector of the incoming light through the matrix equation: The elements depend on polarization and depolarization properties of an optical medium. In the case of an angular scanning of the medium we obtain a set of Mueller matrix elements which allow to determine the optical structure of the medium. In order to have a good phantom for POT tests and for comparison with XCT imaging result we need materials with properties similar to human tissue for light and Xrays. A commonly used optical material for breast phantom is INTRALIPID TM [19] [20] . It is a liquid which posses almost the same spectral characteristics as breast tissue but for X-rays it is like clean water. Hence we have applied paraffin as base material of the phantom. The scattering coefficient (μ s ) and absorption coefficient (μ a ) of paraffin wax are similar to the breast tissue optical parameters [21] . The phantom has a cylindrical shape with diameter of 150 mm and height 650 mm. The cylindrical phantom has tree inclusions with INTRALIPID TM 20%, INTRALIPID TM 10% and clean water simulating three slightly different tissues. Each inclusion was placed at the same distance of 4cm from the center of the phantom and had the same diameter of 2cm. This kind of phantom does not change its shape and properties with time.
The breast phantom was tested using classical XCT imaging technique (Fig.1) and compared with the results of imaging by use of our POT system. The result of the phantom imaging by use of XCT is shown in The picture of the POT system is shown in Fig. 3 . We used laser diodes as light sources lasing at 635nm, 784nm as well as "green" laser operating at 532 nm. A polarizer, a quarter-wave plate and a half-wave plate were applied in front of the phantom in order to change the Stokes vector of the illuminating laser beam. In front of the photo-detector we put only quarter-wave plate and a polarizer for intensity measurements of the scattered light required for calculations of the output Stokes vector elements and next for calculations of the Mueller matrix elements of the breast phantom. A computer has controlled angular movement of the turntable with the phantom as well as has been used for collecting the data from the photo-detector. Green light was used only to test the POT system because paraffin and INTRALIPID TM have extremely high absorption coefficients in this region of light spectrum. Infrared and red light give different result of imaging and would be particularly useful for tests of phantoms with inclusions consisted of blood with different levels of oxygen saturation. Simultaneous analysis of both imaging systems i.e. XCT and POT may allow not only for exact location of inclusions but also help to determine their character. Further tests with a new phantom as well as an improved measurement system allowing for higher accuracy are planned in the future. We believe that POT system may be an additional diagnostic tool for X-ray mammography helping to differentiate breast tumor types.
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